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FIR (50 -500 cm-1) lab spectroscopy groups

Contact Location Technique Rem arks
Chance, Evenson Tim e and Frequency Division, NIST, U.S.A. TuFIR/LM R
DiLonardo,
Inguscio

LENS, Italy TuFIR/FTS

Nicolaisen Institute of Chem istry,
University of Copenhagen, Denm ark

FTS

Steyert, Sirota Joint Center for Earth System s Technology, NASA Goddard
Space Flight Center, U.S.A.
Departm ent of Physics, University of M aryland, U.S.A.

FTS/TDL >400cm -1

Birk, W agner Institute for Rem ote Sensing, DLR, Germ any FTS
W innew isser, Klee M olecular Spectroscopy, Justus-Liebig-University Giessen,

Germ any
FTS Future?

Johns, M cKellar Steacie Institute for M olecular Sciences, NRC, Canada FTS Future?

Any laboratory operating a com m ercial high resolution vacuum  FTS
could do work in the FIR with m oderate extensions.
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Requirem ents for generation of accurate database

♦ W ell-characterized sensitive high-resolution (Doppler lim ited) spectrom eter

♦ Detailed knowledge of instrum ental error source prevention or correction

♦ Coolable absorption cells with high tem perature hom ogeneity and precision gas
tem perature m easurem ent capabilities

♦ Infrastructure for gas handling with accurate pressure m easurem ent

♦ Infrastructure for sam ple synthesis and purification

♦ Infrastructure for generation of unstable species

♦ Validated software for data reduction

♦ Sophisticated quality assurance procedures
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Problem : No standardized QA/QC procedures for new  entries/updates of
 spectroscopic databases

⇒ Questionnaire for quality assessm ent of FT m easurem ents

Characterization of m easurem ents and data reduction

Category σ δ(T) S γ(T) α(p,T)

Table of m easurem ents + + + + +

Cell specification + + + +

Pressure m easurem ents + + + +

Num ber density determ ination ++ ++

Spectrum  generation + + + + +

Line param eter retrieval + + + +

Instrum ental lineshape specification + + + ++ ++

Line specification + + + +

Further data reduction + + + + +
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Characterization of m easurem ents and data reduction (2)

Table of m easurem ents

 M easurem ent num ber
 Target m olecule
 Partial pressures ±σ
 Total pressure ±σ
 Tem perature ±σ
 Absorption path ±σ
 Sam ple handling (sealed off, flow)
 M easurem ent tim e
 Spectrum  type (transm ittance, absorption, ...)
 Spectral range
 rm s noise level (m in, m ax)
 M OPD
 αdiv

 M OPDref

Cell specification

 Type (W hite, single pass, ...)

 M aterial
 Cell dim ensions
 W indow m aterial

 W indow thickness

 W indow wedge

 W indow inclination

 f/num ber of beam
 Absorption path
 Tem perature m easurem ent (m ethod,
location of sensor, validated/calibrated with
gas tem perature?)

 Tem perature range
 Tem perature hom ogeneity (Com parison of
retrieved gas tem perature and cell tem perature?)

 Cell m ounting (inside spectrom eter?, evacuated
housing?)

 Fillable without m oving the cell?
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Characterization of m easurem ents and data reduction (3)

Pressure m easurem ents

 Pressure gauge type
 Accuracy stated by m anufacturer
 Date of last calibration

Num ber density determ ination

 From  pressure/tem perature m easurem ents?
 Decom position, adsorption, leak, outgasing?
 From  UV m easurem ents?
 From  FIR m easurem ents?

Spectrum  generation

 Non-linearity correction? If yes, m ethod?
 Therm al radiation correction? If yes, m ethod?
 Reference m easurem ents? (tim ing)
 Generation of transm ittance, ... spectra
(W hich reference spectra?)

 Baseline correction? If yes, m ethod?
 Channeling correction? If yes, m ethod?

Line param eter retrieval

 W hich code was used?

 W hich ILS m odel?

 W hich baseline m odel?

 Treatm ent of blended lines? How?
 Cross check with other codes?
 Checked with synthetic spectra?
 W hich param eters were fitted, which
fixed?

 W ere the residuals noise only?
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Characterization of m easurem ents and data reduction (4)

Instrum ental lineshape specification

 W here are field stops located and where is
the cell located (after or before
interferom eter)?

 Dedicated ILS m easurem ent with
Voigtwidth < ILSwidth?

 W ere ILS param eters fitted? W ere residuals
of linefits noise only?

 W ere ILS param eters fitted at different
wavenum bers? Did the results agree within
their error bars?

 W as ILS uncertainty propagated into
spectroscopic param eters, especially γ(T)?

Line specification

 M onochrom atic optical depths of line m axim a
(m in,m ax)?

 M onochrom atic linewidths (m in, m ax)?
 ILS widths (m in, m ax)?
 Observed linewidths (m in,m ax)?

Further data reduction

 Quantum  m echanical calculations?
 Em pirical calculations?
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Quality Assurance (1)

Pressure broadening QA

 Redundant m easurem ents: total pressure, tem perature, opacity?
 Least squares fitting to obtain γ(296 K) and n?
 After further data reduction (eg. polynom ial fits): propagated uncertainties of input data equal to
standard deviation from  residuals?

 M odel input spectra from  new database. Residuals noise?
 M odel test spectra from  new database. Residuals noise?
 Fit atm ospheric spectra with new database (several m icrowindows/lines sim ultaneously). Residuals
noise?

Line position QA

 Calibration m olecule line positions accuracy?
 Calibration lines distributed over spectral range?
 After calibration fit: propagated uncertainties of input data equal to standard deviation from
residuals?

 Deviation from  proportionality of σref
 and σobs

?
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Quality Assurance (2)

Lineshift QA

 Redundant m easurem ents: total pressure, tem perature?
 After further data reduction (eg. polynom ial fits): propagated uncertainties of input data equal
to standard deviation from  residuals?

 M odel input spectra from  new database. Residuals noise?
 M odel test spectra from  new database. Residuals noise?
 Fit atm ospheric spectra with new database (several m icrowindows/lines sim ultaneously).
Residuals noise?

Linestrength Q A

 Redundant m easurem ents: target gas pressure, absorption path?
 Tem perature/num ber density fit of individual m easurem ents?
 After further data reduction: propagated uncertainties of input data equal to standard deviation
from  residuals?

 Check if sum  of linestrengths over entire band system  in new  database for different tem peratures
is constant?
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Quality Assurance (3)

Absorption cross section Q A

 Redundant m easurem ents: target gas pressure?
 Area under absorption cross section for entire band system  invariant w rt p,T?
 Data reduction perform ed? If yes, are residuals noise?
 M odel input spectra from  reduced data. Residuals noise?

 M odel test spectra from  reduced data. Residuals noise?

 Fit atm ospheric spectra w ith reduced data. Residuals noise?

Generation of new  database

Detailed error analysis

 Propagate statistical error of m olecular constants, polynom ial expansion, ... into spectroscopic
database

 Propagate system atic errors (instrum ental, particle density, tem perature, ...) into spectroscopic
database
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Validated accuracies established at DLR
by fulfilling requirem ents

♦ FIR CO: <1%  deviation for linestrengths by com parison with calculated linestrengths

♦ FIR O 3
: <1%  deviation for linestrengths by com parison with calculated linestrengths

♦ M M W  CO/O
3
: <2%  deviation for linewidths by com parison with tunable M M W

spectrom eter (Bauer (Bauer et al., Lille)

                               Deviations alw ays inside error m argins!
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Spectroscopic database work at DLR

Species FIR M IR Purpose/Application Remark

O
3 S, γ(T) σ, S, γ(T), α(T,p) database improvement

ClONO
2 α(T,p) α(T,p) database improvement, MIPAS difficult synthesis

N
2
O

5 α(T,p) α(T,p) database improvement, MIPAS

OH/HO
2 σ new methodology extremely unstable

BrO σ, γ(T) database improvement, MASTER/SOPRANO extremely unstable

ClO σ, γ(T) σ, S database improvement, MASTER/SOPRANO unstable

ClOOCl α(T,p) α(T,p) detectability with remote sensing sample preparation difficult

HOCl σ FIR database

CO S, γ(T) S, γ(T)
error characterisation, high temperature database,
Q/A

<1%  radiometric accuracy

CO
2 α(T,p) high temperature database

H
2
O σ, S, γ(T)

high temperature database improvement, climate,
MIPAS, IASI

sample preparation difficult

NO σ, S, γ(T) high temperature database, engine emissions

NO
2 α(T,p) high temperature database, engine emissions
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Laboratory view
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Absorption cells

W hite-type cell

Tem perature 190 – 300 K

Baselength 80 cm

Diam eter 20 cm

M aterial: Duran glas

Four-row design

W indows: Polypropylene, KBr

M ax. absorption path ca. 100 m

Optim ized for FIR

Gold-coated m irrors, cooled

Roots blower (250 m 3/h)

Coolable cell

Tem perature 190 – 300 K

Absorption path 25 cm

Diam eter 4 cm

M aterial: Duran glas

W indows: Polyethylene, AgCl

M ounted inside evacuable
spectrom eter

Gas and cell tem perature agree
within 0.5 K at 190 K

Heatable cell

Tem perature 300 – 1000 K

Absorption path 16 cm

Diam eter 4 cm

M aterial: Quartz glas

W indows: CaF
2

M ounted inside evacuable
housing

Heated gas inlet for steady flow
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Multireflection cell

D-Mirror assembly
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Coolable Cell



Institute for Remote Sensing Technology 17

Status of FIR Database (1)

Rotational transitions

Line positions:

Source: accurate M W  and subm m  m easurem ents, M IR com bination differences

Quality: good, except very weak O
3
, H

2
O lines observable in lim b sounding geom etry ?

Linestrengths:

Source: can be calculated from  perm anent electric dipole m om ent

Quality: ok, except non-rigid m olecules, large vibrational-rotational interactions (e.g. H
2
O?),

low lying fundam entals (partition function, e.g. ClOOCl)
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Status of FIR Database (2)

Pressure broadening/tem perature dependence:

Source: FIR m easurem ents, M IR m easurem ents (in case vibrational dependence sm all)

Quality: som etim es inadequate since

 No experim ental data available
 Data taken from  M IR, error of vibrational dependence not assessed
 Tem perature dependence not covered
 Accuracy insufficient
 Knowledge of accuracy insufficient due to unaccounted system atic errors (T-hom ogeneity,
instrum ental lineshape, channeling)
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Air broadening parameters from high temperature (T<700 K) measurements 
of the CO fundamental, P branch, R branch and pure rot (190 K<T<300 K), 
HITRAN 96
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Status of FIR Database (3)

Vibrational transitions: m ainly absorption cross sections

Source: FIR m easurem ents

Quality: som etim es inadequate since

 No experim ental data available
 Tem perature/pressure grid insufficient
 Spectral resolution insufficient
 Knowledge of accuracy insufficient due to unaccounted system atic errors (T-hom ogeneity,
baseline errors)
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Line-by-line vs. absorption cross sections

FTS resolution ≤ γm in ≤ 0.25 γm in
Baseline no problem critical

Tem peratures ≥2 several

Pressures ≥2 several

Line density low -

Analysis effort depends on line density low

M olecules e.g. CO, NO, H
2
O e.g. ClONO

2
,

Interpolation - Polynom ial in T, p

Results γ, n, S, shift α(T,p)
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Status of FIR Database (4)

FIR continuum

Source: few rem ote sensing m easurem ents (Carli, Jucks, Birk), Clough continuum

Quality: insufficient

 Lim b sounding: problem s caused by FOV and pointing knowledge due to steep continuum
gradient

 Not enough laboratory m easurem ents

Ice clouds, w ater clouds

Source: theoretical calculations
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THOM AS

TeraHertz OH Measurement 
Atmospheric Sounder
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Specific needs for new data

Species Quantity Range/cm -1 Rem ark
H

2
O , HDO, H

2

18O S (?), γ(T) 50-600 Strong and weak lines
W ater vapour continuum α(T,pAir

,p
H2O
) 50-600

O
3
 (?) σ, S, γ(T) 50-200 Very weak lines

O
3 γ(T) 50-200 From  M IR m easurem ents

O
2 γ(T) 60-100 For p,T retrieval

HO
2 γ(T) 60-100

OH γ(T) 60-210
HOCl γ(T) 60-100
HF, HCl γ(T) 50-300
NO γ(T) 60-100
NO

2 γ(T) 60-100
N

2
O

5 α(T) 300-400
ClONO

2 α(T,p) 350-600
HNO

3 S, γ(T) 380-500
(CH

3
)
2
CO α(T,p)? 500-560

High priority
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TErahertz Limb Sounder

Forschungszentrum Karlsruhe
Technik und Umwelt

Baseline Concept
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Future new  FIR applications

 W ater profiling from  lim b sounding of FIR continuum

 W ater profiling w ith nadir geom etry

 Lim b sounding in region 200-600 cm -1: H
2
O

 M easurem ent of ClOOCl under polar perturbed chem istry
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ClO O Cl

♦ Involved in perturbed ozone depletion chem istry

♦ Lack of M IR spectroscopic database

⇒ No direct atm ospheric m easurem ents sofar

♦ Flow  synthesis from  Cl + Cl2O below  250 K

♦ Num ber density: 1x1015 cm -3

♦ M IR and FIR m easurem ents utilizing W hite-type cell

♦ Num ber densities deduced from  pure rotational lines

♦ From  relative intensities torsional fundam ental w avenum ber im proved: 111.5(8.5)
cm -1

♦ M IR absorption cross sections at 20, 40 m bar pressure and 225, 250 K tem perature

♦ High resolution m easurem ents at 0.0028 cm -1 for line by line analysis
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Spectrum  of ClO O Cl at 250 K and 40 m bar N
2
+He
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Sim ulation of atm ospheric and ClOOCl 18 km  lim b radiance spectrum
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